






UapuaMaA UWE] 4 UaliaJjo IW UaLQ Ue IUDIN alo) sic leaked 1 


uapuaMmiad Uabun}Ypulas}aypunsad UI ANN SOIND! S07 V SALNALSISAY VEO V7 Vl SVJIDYNYIND SvHVOSYW 
NaSWWSNOLLWH4d0 JDIONYISIESLIAMOISSIN4 
SAINT XNW SINVISISSY XNVOIDHNYIHA XNVIOV4 SINS 


suaboujed Ayojeuidsai jsulebe asuajap a}yewl}N UL 
malt PX 
af He 


> AUC o12 |e Lov law Rel ean is-F mm ollalpt 
eos 10} e11dsay je216ins S6N 
BOC SRT OLED OCLs Lye) Ss a] [ Pa | , 0} LS | re) A i 


‘Joajuo9 aansodxa gj 404 sauljapin6 pq) saa S6N AdKy 
ANVdWOS TVIIGAW TALNVIV , 


PINES FER a aE RE) a 


UDI BARCODE PLACED AT TIME OF PRODUCTION IN WHITE SPACE ON FRONT PANEL 


Manufactured for: 


Crosstex International, Inc. 
ME ee Ue DESCRIPTION: The Isolator™ Plus N95 Surgical Respirator provides high 
; Hauppauge, NY 11788-4209 USA filtrati f submi ticles f tecti inst certain airb 
7. Face Fit Check: Place both hands A Ct oX) [com MAC Le sic hee) 1 A CANTEL MEDICAL COMPANY ic) lono a micron par els le pro <q oun agains certain airborne 
~ along edges of the respirator and E-mail: crosstex@crosstex.com particulates in accordance with the CDC guidelines for TB exposure 
; exhale. If air escapes around nose, control. These products are NIOSH approved as N95 particulate filter 


adjust nosepiece. If air leaks at This respirator is approved only in the following configuration: | | rf Ute a) | SCE CHL Mate ICRI Clm-iCasatera AZ) ele RenrcuoncemULecle 
respirator edges, unfold or untwist TCs Protection’ Respirator # Cautions and Limitations? A oO a O r U A “= OSHA requirements when used with an acceptable respirator program. 


the chinpiece, repeat steps 5 & 6. GPRN95 + Malleable aluminum band over the nose and under the chin provides a 


X WN Q 5 LS 4 [ R = t , \ : comfortable, custom fit which completely seals the periphery 
Uu ae i @ a = A @ i fa re) ig : \ + Eliminates “blow-by” while providing maximum breathability 
















1. Grasp nosepiece at top 
of mask with one hand. 
Slide finger of other 

hand behind chinpiece. 


4. Conform nosepiece to 
nose and face contours 

making sure Support Arch 
is fully extended away 
from nose and mouth. 
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. Open mask by pulling . Holding mask at nosepiece, 8. N95 Facemask correctly 











. oe ae ki is oN ee hace the fit to face. scab ic es aia aL ie ell 4 5 re 5 S | f Im - + Eliminates foggin of glasses, surgical loupes or protective eyewear 
chinpiece until mask is mask on thee malleable 5 f mM ; ‘ 
aluminum chinpiece, pull : eT CLLR alc cH SH NTR Re) nt su ge iTere) ace aSKS PeSTUL\ cline mill tr-lecoya) 


2 fully open. It is 
IMPORTANT that mask is 



















down gently so that mask A Not for use in atmospheres containing less than 19.5% oxygen. + More functional breathing area 
fully open. is snug against face. eae CRS al asec ioctl Red all The ultimate defense against respiratory pathogens Cooler comfort due to mask relief from face 
e : ae C Do not exceed maximum use concentrations established by regulatory standards. ont i mee 
P| hini r Pinch rail J Failure to properly use and maintain this product could result in injury or death. —— + No restriction of “down vision 
» Place chin in pocket . Finch any excess materia VPN eteyeoicte Wrest leeEl Nees crate ilaccte MCCORETeMarliarelatte Nin) [REF | - ; SSS ; : 
created. Stretch bands over together under chin and eliminate the risk of transmission of infectious diseases. It is E Teco cor Ue UUM a en aa WOU ieee WIC OLA 28 To ts aE - : mE 
















back of head, positioning fold over or twist. N Never substitute, modify, add, or omit parts. Use only exact replacement parts 


a single-use respirator; dispose of it properly after one use, 


bottom band behind neck : 5; Sarge ; 1 in the configurations as specified by the manufacturer. [ REF | Roan : 

below ears and top band Seton ifit is contaminated with blood or other O Refer to user instructions and/or maintenance manuals for information on use | REF | GPRN95 

near crown of head. COO S and maintenance of these respirators. 2 C 4 wy) 
NOT MADE WITH NATURAL RUBBER LATEX P NIOSH does not evaluate respirators as surgical masks. o = = 





: S Special or critical User's instructions and/or specific limitations apply. Refer to In Reference to EN149: 2001 FFP2 NR 
“§” Special or Critical User Instructions: The Isolator™ Plus N95 Surgical Respirator GPR-N95 “N95” has been manufactured by AlphaPro Tech for Crosstex® International, Inc. under TC-84A-0457. User's instructions before donning. = y Cutaway View NEEM ra hee ame eee) 


Before occupational use of this respirator, a written respiratory protection program must be implemented meeting all the local government requirements. In the United States, employers must comply with OSHA 29 CFR 1910.134 é 
MCMC SC eR UMC AER Ten Soa nce eee een eae aU EL ae dae NIOSH approved as an N95 respirator. 
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All product names are trademarks of Crosstex International, Inc.,a Cantel Medical Company, its affiliates or related companies, unless otherwise noted. 


